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ABSTRACT 


A calibration of two Endevco piezoresistive microphones was carried out under static 
and dynamic pressures. The dynamic pressure calibrations were done by comparison with 
a B&K condenser microphone. The calibration was carried out in a small closed volume in 
air and helium. In helium, the closed volume was pressurized to atmospheric pressure and 
then 10 Atm. The dynamic calibration would determine the "flatness" of the calibration 
Curve, as well as determine a sensitivity value over the range of frequencies used. The 
results showed that the calibration curve for the piezoresistive microphones are flat from 
Static pressures to about 300 Hz and then begin to fall off. The value of the sensitivity of 
the "flat" region of the calibration curve for one microphone was within 0.4% of the value 
for sensitivity calculated under the static pressure calibration. For the other microphone the 
Static and dynamic sensitivities were within 1.3% of each other. Thus, the static calibration 
of one microphone may be used under dynamic conditions with a less than 1% error while 


using the other microphone similarly will produce an error of greater than 1%. 
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I. INTRODUCTION 


Current research in Thermoacoustic Refrigerators requires accurate measurement of 
the acoustic power of the refrigerator's driver in order to determine the intrinsic acoustic-to- 
thermal efficiency of the refrigerator. The acoustic power can be determined by knowing 
the electric power delivered to the driver and its efficiency, but driver efficiency is not 
constant with respect to typical variations in operating conditions. Thus, a way is needed 
to directly measure the acoustic power output of the driver. 

Hofler describes just such a method [Ref. 1] where, in a closed helium filled 
vessel, the pressure field at the driver and the acceleration of the driver itself are measured 
and the results are combined to obtain acoustic power. In determining the acoustic power 
of the driver the dominant source of uncertainty at moderate drive levels comes from the 
pressure transducer sensitivity. The pressure transducer sensitivity, in fact, appears 
squared in the expression for power, and so the uncertainty in the power measurement is 
twice that of the uncertainty in the sensitivity of the pressure transducer. Since we want to 
measure the acoustic power of the driver to within 42% accuracy, the uncertainty of the 
sensitivity of the pressure transducer must be less than +1% In order to obtain these 
accurate results, an accurate calibration of the pressure transducer which measures the 
acoustic pressure field must be made. The most expedient method of calibrating this 
pressure transducer is by comparison to a standard microphone. Since the standard 
microphone must have a calibration at least as accurate as the pressure transducer, the 
object of this thesis then, is to calibrate this standard microphone to within a +1% level of 
uncertainty. 

To accomplish this aim, J am using two piezoresistive microphones [Ref. 2] as the 
standard microphones to be calibrated. Two microphones are being calibrated since it is 


always useful to have two standard microphones in the laboratory instead of one. Since the 


design of the piezoresistive microphone is such that it responds equally well to both static 
and dynamic pressures, I have conducted experiments to determine if the sensitivity of the 
microphone is the same at static and dynamic pressures up to | kHz. Typical 
thermoacoustic refrigerators operate at 600 Hz or below. The method of calibration I used 
in this thesis is the comparison method where both a high quality condenser microphone 
[Ref. 3] and a high quality static pressure guage were used as the references. A dynamic 
calibration was carried out inside an enclosed cavity where a piezoelectric quartz 
microphone is permanently mounted to be used as a interim reference microphone. The 
desired dynamic calibration is determined by first generating the frequency response of the 
piezoresistive microphone reference to the piezoelectric microphone and comparing that to 
the frequency response of the condenser microphone reference to the piezoelectric 
microphone. This result is then extrapolated to zero frequency and compared to the the 
results of the static calibration test. An advantage of the piezoresistive microphone is that it 
can be calibrated statically. If a high degree of "flatness" of the frequency response can be 
established below 600 Hz, for the particular transducers used in this thesis, then static 
calibration may be sufficient for future re-calibrations. Generally, the static calibration can 
be done more quickly and more accurately. 

This thesis 1s organized to first present the calibration theory I employed as well 
as the theory behind the three different types of microphones used. Next, a chapter 
containing a description of the apparatus used during this thesis is provided and an 
explanation its operation. This is followed by a chapter on the static calibration of the 
standard microphone and the results. The next chapter concerns the dynamic or frequency 
dependent calibration of the standard microphone and the results. To conclude the thesis, I 


have included a summary of the experiments I have conducted and their results. 


Il. THEORY 


A. COMPARISON CALIBRATION 

The purpose of this thesis 1s to provide a calibration of two piezoresistive microphones 
using two separate, independent comparison techniques to ensure confidence in the results 
of these experiments. The first technique 1s a static calibration test, and the second Is a 
dynamic calibration test. The dynamic calibration consists of two parts; the first is where a 
microphone of known sensitivity is used as the reference microphone to determine the 
“flatness” of the frequency response of the two piezoresistive microphones, and the second 
is an absolute calibration of the reference microphone at a single frequency (251.2 Hz). If 
we can determine that the frequency response of the two piezoresistive microphones ts 
constant or "flat", then we may directly compare the the calibration value measured at 251.2 
Hz to the static calibration value in order to confirm that the static value is indeed accurate. 

The theory behind these techniques are described in detail in this chapter. The 
frequency range used in the dynamic experiments was from 1 to 1000 Hz. This range was 
selected to span the range of interest of acoustic power measurements (between 400 and 
600 Hz) at the high end of the range, as well as to approach reasonably close to static 
pressures at the low end of the range. 

1. Static Calibration 

The static calibration measures the sensitivity of a microphone under static 

conditions. The procedure for this technique goes as follows: Microphone X of unknown 
sensitivity has a known pressure, P, applied to one side of its sensing area and its electrical 
response in volts, V, is recorded as a function of that pressure for several values above and 


below ambient pressure. At each increment of pressure, the sensitivity is given by 


Mx = 


a5} 


By plotting the data pairs as V vs P and accounting for any preamplifier gain as 

appropriate, the slope of the line will determine the microphone static sensitivity, Mx. 
2. Dynamic Comparison Calibration 

The procedure for this technique, as described by Kinsler er. al. [Ref. 4], goes as 
follows: Microphone X of unknown sensitivity, Mx, is placed in a sound field and its 
electrical response, Vx, is recorded as a function of frequency. Then, microphone A of 
known sensitivity, Ma, and with dimensions similar to X is placed in the same sound field 
and oriented in the same manner as microphone X. Va, the electrical response of 
microphone A, is recorded as a function of the same frequencies as microphone X. At each 


frequency, the sensitivity 1s given by 


Mx = Mas 


Va (2.2)] 

The actual dynamic comparison calibration experiments are carried out in an 

enclosed cylindrical cavity. This cavity contains a hemispherical driver at one end of the 

cavity and at the other end, either microphone X, the piezoresistive microphone, or 

microphone A, the condenser microphone. Since both microphones cannot be located in 

the cavity at the Same time a piezoelectric quartz microphone, called microphone Q, is 
permanently mounted in the cavity wall and is used as the interim reference microphone. 

When the experiments are carried out, the piezoresistive microphone 1s mounted 

in the cylindrical cavity first and its frequency response is recorded with reference to the 

piezoelectric quartz microphone. If the cavity is sufficiently small compared to a 


wavelength, then the pressure is constant everywhere in the cavity and thus equation 2.2 


can be used. That is, the ratio o is recorded at several frequencies from 1 to 1000 Hz. At 
Q 


each frequency, the sensitivity 1s given by 


— x 
Mx M@n = 


The same frequency response operation is carried out again with the condenser 
microphone mounted to the cylindrical cavity. Similarly, the ratio a is recorded at the 
Q 


same frequencies from 1 to 1000 Hz. At each frequency, the sensitivity is given by 


Ma = May 
VQ (2.4) 
As long as the electrical response is recorded for the same frequencies in both 


tests, then from equations 2.3 and 2.4 we can say 


mig MVal _ fea 














Ma a Va 

Vol \Vo (2.5) 

We 

VQ 

eel 
or, VQ (2.6) 

= 5 axe NA 
20 Log Mx = 20 Log Ma + 20 Log 20 Log 

or, Ve Ve (7) 


where 20 Log Mx is the sensitivity, in dB, of the piezoresistive microphone; 20 Log Ma is 


the known sensitivity, in dB, of the condenser microphone; 20 Log i is the ratio of 


Q 


frequency responses, in dB, of the piezoresistive to the piezoelectric quartz microphones; 


and 20 Doe is the ratio of frequency responses, in dB, of the condenser to the 
Q 


piezoelectric quartz microphones. The values 20 Log ¥ and 20 Log YA are useful 
Q Q 


quantities since they are easily determined with the electronic measurement equipment that 
is available. 

Using this technique, the sensitivity of the the interim piezoelectric quartz 
microphone is cancelled out and so its properties become unimportant quantities for this 
experiment. 

2. Cavity Effects 

An important consideration when using an enclosed cavity for calibrations is the 
resonant or modal effects of the cavity. Since the piezoelectric quartz microphone and the 
microphone under test are not co-located inside the cavity, some acoustic pressure 
amplitude differences between them can be expected especially at higher frequencies where 
the wavelength approaches the cavity dimensions. These pressure amplitude differences or 
cavity effects will be reflected in the frequency response data obtained during the tests. 
However, by cancelling out the response from the piezoelectric quartz microphone, the 
effect of these cavity dependent responses will, in the final analysis, also be cancelled out. 
Since the piezoresistive microphones and the condenser microphone are, in effect, co- 
located, they will each in turn see the same acoustic pressure amplitude variation relative to 
the piezoelectric quartz microphone and so this variation cancels out from equation 2.6. 

Beranek [Ref. 5] describes another method that was used in this experiment to 
measure the cavity effects. The method requires that a gas with a higher sound speed be 
injected into the cavity. Helium is ordinarily used for this purpose since it is inert and has a 


speed of sound that is roughly three times faster than that of air. Since 


fo. = Chelium 
helium 1 (2.8) 
and since, Chelium = 3Cair (2.9) 


fe ° — ° 
helium Oair 
then 


= 3c2it = 3f 
r (2.10) 


where fo and f,,.. are some resonant frequency of the cavity in helium and air 


helium 
respectively; and Chelium and Cai; are the speeds of sound in helium and air respectively. 
Thus, resonant effects of the cavity will occur at frequencies roughly three times higher 
with helium than if air were the fluid medium. Any resonance effects occuring in air near 
the frequency range of interest will, in helium, be shifted to a higher frequency and out of 
the range of interest. 

Another way of looking at the use of helium is the result one gets when the 
relative response of the piezoresistive and quartz microphones in helium is compared to 


their response in air in a ratio such as: 


___ frequency response in air 
frequency response in helium (2.11) 


or, in other words, 20 log F = 20 log (frequency response in air) - 20 log (frequency 
response in helium) where Beranek describes 20 log F as a "pattern factor." The value of 
20 log F should very nearly equal zero at low frequencies and only deviate where cavity 
effects differ between the two conditions. In other words, the "pattern factor” indicates 
where cavity effects are distorting the frequency response curve in air. The lowest 
frequency for which unacceptable deviations from zero dB occur in the "pattern factor" is 
then the upper frequency limit for accurate calibrations in air. In helium, the upper 
frequency limit will be a factor of three higher. 

Another reason for using helium is that since the acoustic refrigerators are 
normally operated with high pressure (approximately 10 to 20 atm) helium as the working 
fluid, it is important to ensure that the calibration curve at low pressure is not significantly 


altered at high pressures. 


B. MICROPHONE THEORY 
1. Piezoresistive microphone 
The particular piezoresistive microphones used in this experiment possess a 
resistive four arm Wheatstone bridge circuit diffused into a silicon wafer which makes up 
the active area of the pressure sensing surface. The placement of the resistive elements is 
important to ensure that when the silicon wafer deforms under pressure, two arms of the 
bridge experience compressive (positive) stress while the other two experience tensile 


(negative) stress, as shown in Figure 2.1. 





Figure 2.1 Wheatstone Bridge Diagram of the Piezoresistive Microphone. 


Thus, for a given deformation, the output voltage, V, is proportional to the pressure, P, 
which caused the deformation. One important property of the piezoresistive pressure 
transducer is that since there are only resistive elements in the circuit its response is 


independent of frequency. Thus, a microphone of this type can have a frequency response 


that is "flat" for frequencies below the fundamental resonance. This is an important 
property since one need only determine the sensitivity of the microphone at static pressures, 
a relatively simple procedure, to know its sensitivity at all frequencies below resonance. In 
fact, this thesis will show that this 1s true by determining the dynamic calibration of both 
piezoresistive microphones and compare them against their respective sensitivity under 
static pressures. 

One potential problem with piezoresistive microphones is that the silicon doped 
resistors are very temperature dependent. The bridge configuration cancels slow 
temperature drifts, but the resistors may respond to temperature variations on an acoustic 
time scale. This depends on many things such as thermal conductivity, gas density, 
frequency, etc. However, it 1s our belief that the resistors are diffused onto the inner 
surface of the wafer and thus are not exposed to the temperature variations induced by the 


sound field. 


2. Piezoelectric quartz microphone 
The piezoelectric microphone is a homemade device which has, as its active 
sensing area, a piezoelectric quartz crystal. The quartz is a thin Y-cut disk with evaporated 
electrodes and a miniature FET circuit to buffer the output signal. Design and construction 
of the transducer are discussed in detail in reference 1. As the piezoelectric quartz wafer 
flexes under pressure, an electric potential is created in direct proportion to the flexure and 
the shear strains developed. An electrical schematic diagram of the piezoelectric quartz 


microphone is shown in Figure 2.2. 
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Figure 2.2 Model and Electrical Equivalent Circuit of the Piezoelectric 
Quartz Microphone. 


The capacitance of the electrodes on the quartz crystal form low pass filter whose 


3dB down point is given by 


yuu 
130B = SRC (2.12) 


where f3qp is the filter 3dB down point; C is the capacitance of the quartz wafer (= 10pF); 
and R is the internal resistance (= 10!!Q). The result is a 3dB down point, f3gp, of about 
200 mHz. Since the quality of a good reference microphone is its linearity or "flatness", 
the piezoelectric quartz microphone is only useful well above f3qp and below its 


fundamental resonance at about 30 kHz. An advantage of quartz is a low pyroelectric 
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sensitivity. The strain sensitivity of the quartz is independent of temperature variations on a 
fast or slow time scale. 
3. Condenser microphone 

A condenser microphone is basically a capacitor with one electrode being the 
active sensing area. As pressure deforms the active sensing area, the distance between the 
the two plates of the capacitor is changed and thus the capacitance is changed in direct 
proportion to the pressure exerted on it. A bias voltage of 200 V maintains a constant 
charge, Q, on the capacitor. At frequencies above the low frequency roll-off, the change in 


voltage, AV, is inversely proportional to the change in capacitance, AC. 


ee 
AC (2.13) 


and thus inversely proportion to the pressure exerted on it. As in the case of the 
piezoelectric microphone, the capacitance of the condenser microphone forms a high pass 
filter whose 3 dB down point is determined by equation 2.12. An electrical schematic of 


the condenser microphone is shown at Figure 2.3. 
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Figure 2.3 Electrical Schematic Diagram of the Condenser Microphone. 


The sensitivity of the condenser microphone can be determined from either the 
manufacturers specifications (although these are always suspect) or by calibration using a 
pistonphone or similar device. A pistonphone can calibrate properly at only one test 
frequency which, for the particular piece of equipment used in this thesis [Ref. 6], is 251.2 
Hz. Since this test frequency falls in a "flat" region of the microphone's calibration curve, 
then it can be assumed that the whole "flat" region shares the same sensitivity value. A 
pistonphone works by oscillating a piston with a known displacement in a known volume 
where the pressure amplitude can be calculated from the adiabatic equation of state for the 
gas. For ease of operation, the manufacturer supplies the known Sound Pressure Level 
(reference to 20 uPa) of their pistonphone for the frequency of its operation. The 


calculation of sensitivity of the condenser microphone, Ma, is given by 


]2 


ey. 
sp (2.14) 


where V is the measured voltage output of the condenser microphone under test, and P is 


the known pressure, converted from the known Sound Pressure Level. 


III. APPARATUS 


Several pieces of apparatus are used in both the static and dynamic pressure 


calibrations that make up this thesis. A description of each is included in this section. 


A. MICROPHONES 

The primary purpose of this thesis is to calibrate a standard microphone for use in 
calibration of pressure transducers for acoustic power measurements. For the purposes of 
this thesis, four microphones are needed: the two piezoresistive microphones to be 
calibrated for use as the standard microphone; the condenser microphone of known 
calibration for comparison; and the piezoelectric quartz microphone is needed to as an 
interim step in the calibration process. A brief description of each is provided in this 
section. 

1. Piezoresistive Microphone 

This thesis will calibrate the two piezoresistive microphones to produce two 

calibrated standard microphones for acoustic power measurements. The active area of the 
pressure sensing surface of these microphones is made of silicon into which a four arm 
Wheatstone bridge has been diffused. The silicon surface has a special shape as well, 
which concentrates the stress at the location of the resistive elements for better sensitivity 
These microphones are considered to have a linear response within the dynamic pressure 
range of +2 psig. That is, the microphone's sensitivity will remain unchanged over the 


dynamic pressure range. 
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2. Piezoresistive Microphone Housing 
The piezoresistive microphone is mounted in a cylindrical housing, Figure 3.1, of 
machined aluminium such that its pressure sensing surface 1s exposed to the outside on one 


of the flat circular ends of the cylinder. 


Microphone Microphone 
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End Cap Microphone 
Pipe Wires 
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Figure 3.1 Cut-away view of the Piezoresistive Microphone Housing. 


The other end of the cylinder may be sealed means of bolting on an end cap using 
the tapped holes around the side of the cylinder. There are other holes around the side of 
the cylinder which are designed so that a bolt may be passed through and the housing 
mounted on the dynamic pressure vessel. This allows other users of the piezoresistive 


microphones some flexibility for measuring acoustic power with different drivers as well as 


ease of recalibration, should it become necessary. A port on the side of the housing is 
sealed by an epoxy plug [Ref. 7] into which four copper wires are embedded. These four 
wires protrude from both ends of the epoxy plug approximately 5 mm. The four wires 
from the microphone are each soldered onto one of the wires protruding into the cavity 
while the other end of these protruding wires are soldered onto wires leading to a 
preamplifier. Thus, the cylinder may be sealed completely and still allow electrical 
connections to the microphone. In order to prevent any damage to the microphone due to 
large pressure differentials, a capillary tube is mounted and fixed in place by epoxy [Ref. 8] 


into the end cap. The length, /, of the capillary tube is given by the relationship: 


R4 
n 


= 


<u 
aR 


(33) 


where t is the desired time constant, P is the inside pressure in the housing volume, V is the 
inside volume of the housing, R is the radius of the capillary tube, and 7 is the shear 
viscosity. For a desired time constant of approximately 2 sec, the result was a capillary 
tube of .004" inside diameter and approximately 10 mm in length. 

The end cap of the housing is also fitted with a pipe fitting that may be 
sealed or connected to pressurizing apparatus for high pressure experiments. A duplicate 
of the end cap (less the capillary tube) is also available to seal off, by use of ‘o'rings, the 
microphone end of the housing for static pressure experiments. 

3. Piezoelectric Quartz Microphone 
The interim microphone is a piezoelectric type where the piezoelectric material 


used is a thin quartz disk of 1/4" diameter. It is mounted in a recessed part of the wall of 


the dynamic pressure vessel which is described in further detail in section B of this chapter. 
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It is important to note that the back volume of the quartz disk is coupled to the back volume 
of the driver via a tiny capillary leak. 
4. Condenser Microphone 

The microphone of known calibration is a condenser type microphone. This 

microphone must be used with a microphone power supply [Ref. 9] and a preamplifier 

unique to the microphone manufacturer [Ref. 10]. The manufacturer's specifications 

indicate that the microphone response 1s "flat" between 20 and 5000 Hz. To achieve this 


frequency response, the protective cap must be removed from the microphone and the 
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Figure 3.2 Mounting Diagram of the Condenser Microphone. 
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pressure sensing membrane and the sound field isolated from the back volume vent by 
means of an 'o'ring around the microphone housing, see Figure 3.3. The same mechanism 
that isolates the pressure sensing membrane also secures the microphone to the dynamic 
pressure vessel end plate. 

A circular aluminum plate with a 0.25" hole drilled in its center and a small recess 
at the lip of the hole is passed over the microphone body. A snug fitting ‘o'ring is also 
passed over the microphone body and pressed into the recess. The plate is then mounted 
onto the dynamic pressure vessel (using the same tapped holes that are used to mount the 
plezoresistive microphone housing) such that the the microphone sensing membrane passes 
cleanly into the 0.25" hole on the front plate. This forces the ‘o'ring to be pressed against 
the body of the 1/4" microphone and the two plates simultaneously, effectively isolating the 
sound field from the back volume vent. Failure to isolate the vent will cause variations in 


the frequency response at low frequencies. 


B. DYNAMIC PRESSURE VESSEL 

The dynamic pressure vessel has a cylindrically shaped cavity and is constructed of 
machined aluminium, Figure 3.4, for use in the dynamic pressure experiments. At one end 
of the cavity is mounted the hemispherical driver [Ref. 11]. This driver is adhered to the 
cylinder walls using a silicon sealant [Ref. 12] and it's back volume is enclosed with by a 
cylindrical aluminum end cap. On the other end of the cavity, a circular end plate is 
mounted in which is drilled a hole of diameter large enough to fit the 1/4" condenser or 
piezoresistive microphone. This plate also has tapped holes for mounting either the 
piezoresistive microphone housing or the 1/4" condenser microphone holding plate. At 
approximately 90° apart on the outside wall of the cylinder are mounted two valves (not 
shown in Fig 3.4). The output valve is simply ported to the outside, while the input valve 


is connected to the driver back volume as well as the piezoresistive microphone housing 
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back volume through copper tubing. Recessed into the inside wall of the cavity is located 
the piezoelectric quartz microphone (not shown in Fig 3.4). The back volume of the quartz 
microphone is vented to the driver back volume. Thus, by connecting all the copper tubing 
from the back volumes to the input valve, the apparatus can be pressurized without creating 


large pressure differentials across the microphone diaphragms or the dnver diaphragm. 
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Figure 3.3 Dynamic Pressure Vessel. 


C. MEASUREMENT EQUIPMENT 
1. Static Calibration Apparatus 


During the static calibration experiment, the apparatus was Set up as shown in 


Figure 3.4. 
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Figure 3.4 Static Calibration Apparatus. 





The pressure sensing surface of the piezoresistive microphone is isolated from the 
room pressure by mounting an aluminium cap to the microphone end of the housing and 
sealing the joint with and 'o'ring. The back volume is left open to the room through the 
capillary tube. The cap is connected through copper tubing to a pressure sensing head 
[Ref. 13] as well as a valve through which pressure can be input into the apparatus. The 
pressure sensing head works by sensing the differential pressure between the sensing port 
which is connected to our apparatus and the reference port which is left open to the ambient 


room pressure. A metal disk flexes in response to the pressure difference and the amount 
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of flexure is measured by a capacitance bridge where the disk forms half of two capacitors. 
This signal is converted to a suitable pressure signal and 1s displayed digitally. It is 
important to note that the pressure sensing head was calibrated by the manufacturer just 
prior to these measurements and I am therefore confident of the results. I have included the 
results of the calibration as Figure 3.5. Since the maximum static pressure I used was 
about 150 mmHg, I can expect an worst case error in the pressure reading of 0.02%. 

The static calibration apparatus operates as follows: The pressure head interpets 
the pressure relative to the room pressure and converts the information to an electronic 
signal which is displayed on a pressure display unit [Ref. 14]. The electrical response 
from the piezoresistive microphone is amplified by a home-made preamplifier and 
displayed on a digital multimeter [Ref. 15]. The schematic diagram of the pre-amplifier is 
included in Appendix A. 

A simple syringe is used to increase or decrease the pressure in the apparatus 
relative to ambient pressure. 

2. Dynamic Calibration Apparatus 

During the dynamic calibration experiment, the apparatus was set up as shown in 
Figure 3.6. The design of the dynamic pressure vessel makes it easy to exchange the 
piezoresistive microphone for the 1/4" condenser microphone and thus make an accurate 
comparison their frequency responses under the same conditions using the piezoelectric 
quartz microphone as an intermediate reference. 

a. Piezoresistive Microphone Installed on Apparatus 
The piezoresistive microphone housing is mounted on the dynamic pressure 
vessel. The pressure sensing surface of the piezoresistive microphone is isolated from the 


outside by an ‘o'ring but exposed to the sound field inside cavity of the dynamic pressure 
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<i> CALIBRATION RECORD SHEET 


The following data was measured on the MKS Baratron Head 
identified by Type and Serial Number. Calibration is performed 
using an MKS Transfer Standard that has been calibrated with a 
CEC Air Dead-Weight Tester which is traceable to the National 
Institute of Standards and Technology. 


CALIB ON _DA 





Pressure Computed Incoming Error 
Std. mmHg Linear Enron (+mvV ) 
OG) Output (+mvV ) 

.00 .0000 +263mV +/-OMV 
100.82 1.0082 ion 
201.64 2.0164 +052 
302.46 3.0246 -Q.1 
403.28 4.0328 =0.29 
504.10 5.0410 =2.9) 
604.91 6.0491 -4.2 
JOS. 73 Ue 5 73 6.0 
801.38 8.0138 -7 
904.79 9.0479 =5.9 

1008.19 10.0819 5s (res 
Head Type 370HD-1000 Data by _TT 
Ser= NO.) 2257 3-1 Chk. by 
Indicator Type J90HA-01000 Date 03/24/92 
Ser. No. 36 = Sys. Chk._9,940V 
NOTES: 


1. Temperature regulated units must be operated on regulated heat 
approximately 4 hours before check or resetting calibration. 


2. Bakeable Heads are calibrated at 25 C. and Temp. Comp. pot set 
at 500. 3 


3. MKS DIGITAL READOUTS READ DIRECTLY IN PRESSURE. 


Figure 3.5 Pressure Head Calibration Chart. 
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vessel. For low or room pressure experiments the back volume of the piezoresistive 
microphone can be left open to the room through the capillary tube and the back volume of 
the driver can also be left open to the room through the pipe fitting in the back plate of the 
dynamic pressure vessel. For high pressure experiments where the cavity and back 


volumes are filled with helium, copper tubing is used such that the entire apparatus can be 
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Figure 3.6 Dynamic Calibration Apparatus. 
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isolated from the room. This is achieved by connecting the copper tubing from the pipe 
fitting on the end cap of the piezoresistive microphone housing to the pipe fitting on the 
back of the dynamic pressure vessel back plate and to the input valve to the cavity. There is 
also a short piece of tubing for filling the apparatus from the pressure source. 

The hemispherical driver is driven by a signal generated from a two channel 
dynamic signal analyzer [Ref. 16] and amplified through a power amplifier [Ref. 17]. The 
current from the power amplifier is monitored by a multimeter [Ref. 18] to reduce the risk 
of overdriving the driver. The electrical response from the piezoresistive microphone is 
amplified by the same preamplifier that was used in the static experiment and recorded on 
Channel 2 of the dynamic signal analyzer. The electrical response from the piezoelectric 
microphone that is built into the dynamic pressure vessel is amplified by a preamplifier 
[Ref. 19] then recorded on the reference input, channel 1, of the dynamic signal analyzer. 
Also connected to the dynamic signal analyzer is a plotter [Ref. 20] and a 3.5" floppy disk 
drive [Ref. 21] for data storage. 

b. Condenser Microphone Installed on Apparatus 

With the 1/4" condenser microphone installed instead of the piezoresistive 
microphone, the electrical response is amplified by an preamplifier unique to the 
microphone manufacturer and recorded on channel 2 of the dynamic signal analyzer. The 
dynamic signal analyzer is a useful piece of equipment for these experiments in that it not 
only can carry out the basic frequency response functions, it can store and mathematically 

manipulate the data in order to produce useful results. 

3. Condenser Microphone Calibration Apparatus 

In order to confirm the calibration of the reference condenser microphone a device 


which produces a known and accurate Sound Pressure Level is used, Figure 3.7. 
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The device is a portable, battery driven calibrator called a pistonphone. With the 
1/4" condenser microphone properly seated in the open end, the pistonphone is switched 


on and produces a nominal sound pressure field of 124 dB re 20 ptPa at 251.2 Hz. The 
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Figure 3.7 Condenser Microphone Calibration Apparatus 


electrical response of the microphone is measured and the sensitivity is calculated as 
described in equation 2.14. It is important to note that the pistonphone was calibrated by 
the manufacturer just prior to these measurements and I am therefore confident of the 


results. I have included the results of the calibration as Figure 3.8. 
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Figure 3.8 Pistonphone Calibration Chart. 
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IV. THE STATIC PRESSURE TEST 


We expect the frequency response of piezoresistive microphones to be frequency 
independent ("flat") from static pressure up to the region approaching the fundamental 
resonance. This experiment will determine the static pressure sensitivity and compare it to 
the manufacturer's sensitivity specification for the two microphones. The two 
piezoresistive microphones calibrated during this experiment will be referred to as 


piezoresistive microphones #1 {Ref. 23] and piezoresistive microphones #2 [Ref. 24]. 


A. EXPERIMENT 

The piezoresistive microphone was mounted in its housing with the pressure sensing 
diaphragm exposed to the source of static pressure through an arrangement of copper 
tubing, see Figure 3.4. The source of static pressure used was a small syringe filled with 
air which would be slowly injected into the tubing. The microphone electrical output signal 
was amplified then displayed on a digital multimeter. A pressure sensing head was, at the 
Same time, exposed to the pressure and its output signal was displayed on a digital pressure 
readout device. The accuracy of the instrument, as given by the manufacturer is +0.02%. 

The experiment was conducted by increasing the pressure in the copper tubing until the 
pressure readout indicated the maximum Static pressure at which the microphone sensitivity 
would remain linear. Closing off the input valve locked the pressure inside the apparatus. 
By bleeding off a small amount of pressure at a time, several readings for static pressure 
and DC voltage were recorded. The procedure was repeated except this time air was 
extracted out of the copper tubing creating a partial vacuum and small] amounts of pressure 


was let in. 
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B. RESULTS 

The results were plotted here as voltage vs. pressure. A linear regression of the data 
points for each microphone and the slope error was calculated. The gain on the 
preamplifier was 100.15 or 40.013 dB. 

It must be noted that the manufacturers specifications for these particular resistive 
bridge microphones claim that their response is linear only between a +2 psi pressure 
range. Therefore, when calculating the slope and the slope error in Figure 4.1, only data 


points which fall in that range were used. 


DC Calibration of an Endevco 8510B-2 S/N A13N using a Baratron 


(only data points less than 2! psi are used to determine the slope), x* 
x 
x 


slope (v/psi): 0.1255 
slope error (v/psi): 0.000108 1 
% error: 0.08616 


microphone response (volts) 





pressure (psi) 


Figure 4.1 Static Calibration of Piezoresistive Microphone #1 for 
Data Points below +2 psi. 
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As well, I have plotted and calculated the microphone sensitivity and uncertainty for all 


data points below 1 psi in Figure 4.2 and below +0.5 psi in Figure4.3. 





DC Calibration of an Endevco 8510B-2 S/N A13N using a Baratron 


(only data points less than 1! psi are used to determine the slope), x* 
x 
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slope (v/psi): 0.1259 
Slope error (v/psi): 0.0001 131 
% error: 0.08983 
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pressure (psi) 


Figure 4.2 Static Calibration of Piezoresistive Microphone #1 for 
Data Points below +1 psi. 
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Figure 4.3 Static Calibration of Piezoresistive Microphone #1 for 
Data Points below +0.5 psi. 

As I take a progressively smaller range of data points for the calculation, the slope of 
the line and thus the calculated sensitivity increases. This would indicate a systematic error 
somewhere in the data. I expect the linear regression of the data points of the smaller 
pressure range would be the most accurate since the microphone is more linear here. 
However, since below 0.5 psi there are few data points to use, I will chose the information 
from the data collected below 1 psii Figure4.2 for further discussion in this thesis. 

The plot for the static calibration of piezoresistive microphone #1 are linear as 
expected. The value of the slope of this plot determines the constant of proportionality 
between the pressure and the voltage output of the microphone. Factoring out the gain of 
the preamplifier results in a microphone sensitivity of 125.9 mV/psi with a slope error of 


less than 0.1%. The manufacturer's specifications quote a sensitivity of 125.8 mV/psi. 
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The discrepancy between this value and my experimentally determined value is less than 
rl 76. 
The same analysis was applied to the microphone #2 and the information from the data 


collected below +1 psi is plotted in Figure 4.2 for further discussion in this thesis. 


DC Calibration of an Endevco 8510B-2 S/N J38M using a Baratron 
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slope (v/psi): 0.1106 
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% error: 0.06351 
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Figure 4.4 Static Calibration of Piezoresistive Microphone #2 for 
Data Points below +1 psi. 

The plot for the static calibration of piezoresistive microphone #2 are linear as 
expected. The value of the slope of this plot determines the constant of proportionality 
between the pressure and the voltage output of the microphone. Factoring out the gain of 
the preamplifier results in a microphone sensitivity of 110.6 mV/psi with a slope error of 
less than 0.1%. The manufacturer's specifications quote a sensitivity of 111.1 mV/psi. 


The discrepancy between this value and my experimentally determined value is 0.4%. 


Si 


With this information we can speculate that the dynamic sensitivity for frequencies 
below the fundamental resonance are the same as the value for static sensitivity. The next 
Step 1s to determine the dynamic frequency response for each microphone to ensure that the 
value for the static sensitivity is actually valid to within 1% error at the frequencies of 


concern for acoustical power measurements. 
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V. THE DYNAMIC PRESSURE TEST 


A. PIEZORESISTIVE MICROPHONE FREQUENCY RESPONSE 
The set up of this experiment is described in Chapter III of this thesis. The experiment 
began by mounting a piezoresistive microphone housing to the dynamic pressure vessel 
and applying a swept sine signal from the dynamic signal analyzer through the power 
amplifier to the driver. The two piezoresistive microphones calibrated during this 
experiment will be referred to as piezoresistive microphones #1 and piezoresistive 
microphones #2. A frequency range of 1 to 1000 Hz was used mostly throughout the 
experiment since the range of most interest for the thermoacoustic refngerator 1s about half 
the upper limit of 1000 Hz. However, the expenment did start the frequency range as low 
as 0.1 Hz or end the frequency range as high as 3000 Hz on at least one occasion in order 
to satisfy my concern that the frequency response curve was held no surprises outside the 
range of interest. Also, we were concerned about any very low frequency response 
anomalies that might invalidate the assumption that the static response and the low 
frequency response are the same. A potential source for such an anomaly could be very 
slow temperature variations caused by changes in the current exciting the resistors in the 
piezoresistive microphone. The dynamic calibration experiments involving the 
plezoresistive microphone were conducted under these conditions in the following media: 
low pressure air, low pressure helium, and high pressure helium. 
1. Fluid Medium: Low Pressure Air 
The cavity was sealed off completely with air at atmospheric pressure, however, 
the back volume of the driver and the piezoresistive microphone are left open to the room 
pressure. The frequency response output of the piezoresistive microphone was recorded 
by the dynamic signal analyzer in decibels, referenced to the frequency response output of 


the piezoelectric quartz microphone. 
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2. Fluid Medium: Low Pressure Helium 

The cavity and backsides of the driver and the piezoresistive microphone housing 
are connected via copper tubing and isolated from the ambient air. Helium was very slowly 
pumped into the apparatus to approximately 10 atms and then the pressure was bled off. 
care was taken during this process to ensure that the microphones would pressurize equally 
on both sides in order that they not be damaged. This process was repeated three times in 
order to purge the apparatus of air, leaving only dry helium inside the cavity and the back 
volumes of the driver and the piezoresistive microphone. 

With the helium pressurized to 15 psia, the frequency response output of the 
plezoresistive microphone was recorded by the dynamic signal analyzer in decibels, 
referenced to the frequency response output of the piezoelectric quartz microphone. 

3. Fluid Medium: High Pressure Helium 

With the apparatus left the same as it was for low pressure helium, the pressure of 
the helium was then increased to 132.5 psia and the frequency response output of the 
piezoresistive microphone was recorded by the dynamic signal analyzer in decibels, 


referenced to the frequency response output of the piezoelectric quartz microphone. 


B. CONDENSER MICROPHONE FREQUENCY RESPONSE 

The set up of this experiment is described in the Apparatus chapter of this thesis. 
Ensuring that all pressure was carefully removed from the apparatus, the piezoresiStive 
microphone housing was removed and a 1/4" condenser microphone was mounted into the 
front plate of the dynamic pressure vessel as described in Chapter III. The dynamic 
calibration experiments involving the condenser microphone were conducted under these 
conditions in the following media: low pressure air and low pressure helium. 

1. Fluid Medium: Low Pressure Air 

The cavity of the dynamic pressure vessel was sealed of completely with air at 


atmospheric pressure and the backsides of the driver are left open to the room air. Since 
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the 1/4" capacitive microphone has no external sealed housing similar to the piezoresistive 
microphone housing, it can only be left exposed to the room pressure. The frequency 
response output of the condenser microphone was recorded by the dynamic signal analyzer 
in decibels, referenced to the frequency response output of the piezoelectric quartz 
microphone. 
2. Fluid Medium: Low Pressure Helium 

To inject helium into the apparatus with the condenser microphone attached, the 
back volume of the driver and the capacitive microphone were left open to the room air and 
the input and output valves of the dynamic pressure vessel were also open. Helium was 
then allowed to very slowly blow through the cavity. After approximately five minutes the 
input valve is closed and immediately after, the output valve is closed. This sequence of 
actions should prevent any over pressuring of the cavity as well as preventing air from re- 
entering the cavity through the output port. Although it is expected that there may be 
significant amounts of air mixed with helium remaining in the cavity, the concentration of 
helium should still be high enough to cause any frequency dependent cavity effects to shift 
to a higher frequency, out of our range of interest. The frequency response output of the 
condenser microphone was recorded by the dynamic signal analyzer in decibels, referenced 


to the frequency response output of the piezoelectric quartz microphone. 


C. RESULTS 
1. Piezoresistive Microphone Frequency Response 
The results of the dynamic calibration experiments involving the piezoresistive 
microphone are the frequency responses of this microphone measured with respect to the 
piezoelectric quartz microphone at frequencies from | to 1000 Hz in low pressure air, low 


pressure helium, and high pressure helium. 
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a. Low Pressure Air 
In low pressure air, the response curve is shown at Figure 5.! for the 


plezoresistive microphone #1 and Figure 5.2 for the piezoresistive microphone #2. 
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Figure 5.1 Frequency response of the piezoresistive microphone #1 with 
respect to the frequency response of the piezoelectric quartz microphone in 
low pressure air. 
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Figure 5.2 Frequency response of the piezoresistive microphone #2 with 
respect to the frequency response of the piezoelectric quartz microphone in 
low pressure air. 

The reader will note that the curves show a cavity resonance occuring at 
approximately 900 Hz in both cases. 
6b. Low Pressure Helium 


In low pressure helium, the response curve is shown at Figure 5.3 for the 


plezoresistive microphone #1 and Figure 5.4 for the piezoresistive microphone #2. 
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Figure 5.3 Frequency response of the piezoresistive microphone #1 with 
respect to the frequency response of the piezoelectric quartz microphone in 
low pressure helium. 
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Figure 5.4 Frequency 
respect to the frequency response of the piezoelectric quartz micro 


response of the piezoresistive microphone #2 with 


phone in 


low pressure helium. 


The reader will note that the cavity effects occuring in low pressure air are 


not in evidence in low pressure helium. 


aN 


If we subtract the curve at Figure 5.3, the response of the microphone #1 in 
low pressure helium, from the curve at Figure 5.1, the microphone #1 response in low 
pressure air, the result, shown at Figure 5.5, is the "pattern factor", described in Chapter 


I, of se cavity and piezoresistive microphone #1. 
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Figure 5.5 The "pattern factor" of piezoresistive microphone #1. Or, 
Frequency response of the piezoresistive microphone #1 in low pressure air 
with respect to the frequency response of the piezoresistive microphone #1 

in low pressure helium. 
Likewise, by subtracting the curve at Figure 5.4, the response of the 
microohone #2 in low pressure helium, from the curve at Figure 5.2, the microphone #2 


response in low pressure air, the result, shown at Figure 5.6, is the "pattern factor", 


descr:oed in Chapter I, of the cavity and the piezoresistive microphone #2. 
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Figure 5.6 The "pattern factor" with piezoresistive microphone #2. Or, 
Frequency response of the piezoresistive microphone #2 in low pressure air 
with respect to the frequency response of the piezoresistive microphone #2 

in low pressure helium. 

The reader will note that between the frequency range from 50 to 300 Hz the 
“pattern factor" is unity (zero in decibels) as predicted by theory. Starting from about 300 
Fiz we begin to see the effects of the cavity resonance, but it occurs most significantly at 
around 800 Hz. 

As well, starting from 50 Hz we begin to see another deviation from zero as 
we move to lower frequencies. This deviation cannot be attributed to cavity effects since 
these cannot occur at very low frequencies. I suspect that the effect of closing off the 


helium inside the apparatus (including the back volume of the driver) had the effect of 


increasing the sensitivity of the piezoelectric quartz microphone at low frequencies. The 


4] 


back volume of the quartz microphone is coupled to the back volume of the driver through 
a capillary leak. Since the pressure has nowhere else to go if the apparatus is closed off, 
the pressure behind the driver will leak into the quartz microphone back volume and 
effectively increase the sensitivity. This increased sensitivity of the piezoelectric quartz 
microphone in low pressure helium conditions only will result in the "pattern factor” curve 
at Figures 5.5 and 5.6 to increase at very low frequencies. 
c. High Pressure Helium 
In helium at 132.5 psia, the response curve is shown at Figure 5.7 for the 


piezoresisuve microphone #1 and Figure 5.8 for the piezoresistive microphone #2. 
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Figure 5.7 Frequency response of the piezoresistive microphone #1 with 
respect to the frequency response of the piezoelectric quartz microphone in 
high pressure helium. 
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Figure 5.8 Frequency response of the piezoresistive microphone #2 with 
respect to the frequency response of the piezoelectric quartz microphone in 
high pressure helium. 
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By subtracting the curve Figure 5.7, the response of the microphone #1 in 
high pressure helium, from Figure 5.3, the response of microphone #1 in low pressure 


helium, we get a comparison between their responses, Figure 5.9. 
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Figure 5.9 Comparison of the Frequency response of the piezoresistive 
microphone #1 in low pressure helium reference to its response in high 
pressure helium. 


Similarly, by subtracting the curve Figure 5.8, the response of the 
microphone #2 in high pressure helium, from Figure 5.4, the response of microphone #2 


in low pressure helium, we get a comparison between their responses, Figure 5.10. 
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Figure 5.10 Comparison of the frequency response of the piezoresistive 
microphone #2 in low pressure helium reference to its response in high 
pressure helium. 
Figure 5.9 and 5.10 show clearly that there is no significant difference S 
between the piezoresistive microphone response in low or high pressure. This result 
suggests that a microphone calibration carried out at low pressures is equally valid under 


high pressure conditions. 


2. Condenser Microphone Frequency Response 
The results of this experiment are the responses of the 1/4" condenser microphone 
measured with respect to the piezoelectric quartz smcrophone at frequencies from 1] to 1000 
Hz in the following media: low pressure air and ‘ow pressure helium. 
a. Low Pressure Air 
In low pressure air, the response carve for the 1/4" condenser microphone is 


shown at Figure 5.11. 
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Figure 5.11 Frequency response of the 1/4" condenser microphone with 
respect to the frequency response of the piezoelectric quartz microphone in 
low pressure air. 


The shape of the frequency response curve is, unfortunately, not as flat as I 


would like. This is due to a combination of several factors such as a non-flat response 
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from the piezoelectric quartz microphone, the low frequency roll off of the condenser 
microphone and its preamplifier, and cavity effects. The low frequency roll-off of the 
piezoelectric quartz microphone will account for the roll-off in Figure 5.11 below 5 Hz. 
The increase in response between 5 and 100 Hz is most likely due to the low frequency 
roll-off of the condenser microphone and it's preamplifier. Below 5 Hz the condenser 
microphone roll-off becomes dominated by the piezoelectric quartz microphone roll-off and 
thus the decrease 1n response below 5 Hz. By generating the "pattern factor" curve for the 
condenser microphone we may show that the irregularity in the curve as we approach 900 
Hz is a cavity effect. To produce the "pattern factor" we must generate the frequency 
response curve of the condenser microphone referenced to the piezoelectric quartz 
microphone in low pressure helium. 
b. Low Pressure Helium 
In low pressure helium, the response curve for the 1/4" condenser 


microphone is shown at Figure 5.12. 
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low pressure helium. 
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By subtracting the curve at Figure 5.12, the response of the 1/4" condenser 
microphone in low pressure helium, from the curve at Figure 5.11, the response of the 1/4" 
condenser microphone in low pressure air, the result, shown at Figure 5.13, is the "pattern 


factor" of the condenser microphone. 
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Figure 5.13 The "pattern factor" with the condenser microphone. 


The cavity resonance occuring at approximately 900 Hz shows up clearly in 
the curve for the "pattern factor.” Returning to Figure 5.11, we can now explain the 
irregularity in the curve as we approach 900 Hz as a cavity effect and not a microphone 
effect. There are, however, two discrepancies which are clearly amiss with Figure 5.13. 
The first is that nowhere along the curve does the “pattern factor" equal zero as predicted, 


and the second is the apparent slope between 50 and 500 Hz. There is no low frequency 
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rise in the curve similar to that in Figures 5.5 and 5.6 since the back volume of the driver 
was not closed off to seal in helium and was left open to the ambient pressure. 

Except then for factors independent of the condenser microphone itself, we 
can convince ourselves that the frequency response of the condenser microphone is “flat” in 
the range of interest. 

We may now begin to determine the calibration curve for the piezoresistive 
microphones by subtracting the curve at Figure 5.11, the response of the 1/4" condenser 
microphone in low pressure air, from the curve at Figure 5.1, the microphone #1 response 
in low pressure air. The result is the frequency response curve for the piezoresistive 
microphone, with respect to the frequency response of the 1/4" condenser microphone in 


low pressure air, shown at Figure 5.14. 
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Figure 5.14 Frequency response of the piezoresistive microphone #1 with 
respect to the frequency response of the 1/4" condenser microphone in low 
pressure air. 

Likewise, by subtracting the curve at Figure 5.11, the response of the 1/4” 
condenser microphone in low pressure air, from the curve at Figure 5.2, the microphone 
#2 response in low pressure air, the result is the frequency response curve for the 
piezoresisive microphone, with respect to the frequency response of the 1/4" condenser 


microphone in low pressure air, shown at Figure 5.15. 
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Figure 5.15 Frequency response of the piezoresistive microphone #2 with 
respect to the frequency response of the 1/4" condenser microphone in low 
pressure air. 

The results of Figure 5.14 and Figure 5.5 show the calibration curve of the 
piezoresistive microphones with respect to the frequency response of the 1/4" condenser 


microphone. To relate these results back to our theorv in Chapter II, these two curves in 


Figures 5.14 and 5.15, represent the values for 20 Log x from equation 2.7. Thus, these 
A 


two curves will form the basis fer my comparison calibration for the two piezoresistive 
microphones. We need now only to determine the calibration curve of the condenser 
microphone (the value 20 log Ma from equation 2.7} to determine the calibration of the 
piezoresistive microphones. The calibration curve of the condenser microphone is 


conveniently supplied by the microphone manufacturer. However, in order to convince 
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myself that it is, in fact, correct, I have carned out my own calibration using a pistonphone 
device described in the Chapter III of this thesis. 
3. Condenser Microphone Calibration 

Although the calibration of the condenser microphone is known from the 
manufacturers specifications, it is useful to confirm the validity of the calibration by using 
the pistonphone. The voltage output of the microphone securely seated in the pistonphone 
was measured to be 121.16 mV rms with an uncertainty of less that 0.1 %. The nominal 
Sound Pressure Level in the pistonphone is 124.08 dB plus a correction for barometric 
pressure of +0.04 dB gives a Sound Pressure Level of 124.12 dB re 20 uPa. The 
uncertainty in this value is given by the manufacturer as +0.12 %. Thus, the sensitivity of 


the microphone at 251.2 Hz is 


Ma = ¥-=——121L.16mV_= 3.770 mV/Pa = -48.47 dB re 1 V/Pa 
P 10507) 20 x 10°6 Pa (5.1) 





By taking the square root of the sum of the squares of the uncertainties we can determine 
the overall uncertainty in Ma as +0.16 %. The sensitivity given by the manufacturer for 
this frequency is -49.0 dB re 1 V/Pa which is reasonably close to my value. However, 
since my Calibration is the most recent I have redefined the manufacturers condenser 
microphone calibration curve, Figure 5.16, to fit the new value for sensitivity at 251.2 Hz. 
The zero decibel point on the vertical axis corresponds to the new sensitivity of -48.47 dB 


re 1 V/Pa. 
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The upoer curve is the open circuit free fieid cnarac- 

‘eritic, valid for the micropnone cartridge without pro- 

tecting grid, for 0° sound incidence jsee fig.). The 
1 middie curve is the open circuit rancom incidence re- 

soonse, valid for the micropnone with drotecting grid. 
/ The ‘ower curve is the open circuit pressure response 
ni , recorded with an electrostatic actuator. 






Figure 5.16 Newly calibrated manufacturers calibration chart for the 1/4" 
condenser microphone. 


4. Piezoresistive Microphone Calibration 
The calibration of the piezoresistive microphones can now be determined in 


accordance with equation 2.7: 


V 
20 log Na = 20a a ene ens 
ek evens eV, (5.2) 


The values for 20 Log = for the piezoresistve microphone #1 come from 
A 


Figure 5.14. Its value at 251 Hz which lies on the "flat" region of the curve is -6.18 dB. 
To determine the uncertainty in this value I conducted a test of the dynamic signal analyzer 


where the output was simultaneously connected to channel 1 and channel 2 of the analyzer. 
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any deviation from zero would indicate the error in the machine. I determined the error 
through this test to be about +0.005 dB which for the purposes of these calculations is 
negligible. 

Taking into account the pre-amplifier gain on the piezoelectric microphone #1 


of 40.01 dB, gives a value for 20 Log + of -46.19 dB. The values for 20 log Ma, from 


A 


Figure 5.16, is -48.47 dB. Therefore, we add Figure 5.14 to Figure 5.16 and the result 
will be the calibration curve for the piezoresistive microphone #1 shown in Figure 5.17. 


Mathematically, 


20 Log Mx = -48.47 - 46.19 = -94.66 dB (5.3) 


Converting the decibel value of the sensitivity in the "flat" region to a value in 


volts/psi gives 


Mx = 127.5 mV/psi (5.4) 


with an uncertainty of +0.16%. 
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Figure 5.17 Calibration curve for the piezoresistive microphone #1. 


Similarly, the values for 20 Log for the piezoresistive microphone #2 


come from Figures 5.15. Its value at 251 Hz which lies on the "flat" region of the curve is 
-7.38 dB with an uncertainty which I have determined to be negligible. Taking into 


account the pre-amplifier gain on the piezoelectric microphone #2 of 40.01 dB, gives a 


value for 20 Log 2x of -47.39 dB. Thus, adding Figure 5.15 to Figure 5.16 will result in 
A 


the calibration curve for the piezoresistive microphone #2 shown in Figure 5.18. 


Mathematcally, 


20 Log Mx = -48.47 - 47.39 = -95.86 dB (5.5) 
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Converting the decibel value of the sensitivity in the “flat” region to a value in 


volts/psi gives 


Mx = 111.05 mV/psi (5.6) 


with an uncertainty of +0.16%. 
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Figure 5.18 Calibration curve for the piezoresistive microphone #2. 


The results of this chapter can be summarized as follows: The frequency 
response of the two piezoelectric microphones and the condenser microphone were 
recorded with respect to the piezoelectric quartz microphone. I was able to identify the low 


frequency roll-off effects as well as the cavity effects of each of these curves and either 


rationalize or eliminate them. The final result is a calibration curve for the two 
piezoresistive microphones that 1s valid above the low frequency roll-off of the condenser 


microphone. 


58 


VI. CONCLUSIONS 


The purpose of this thesis is to provide a calibration of two piezoresistive microphones 
by comparison with a high quality commercially available condenser microphone. There 
were two Calibrations carried out; the first was a static calibration test, and the second was a 
dynamic calibration test. The static calibration determined the sensitivity, Mx, of the two 
piezoresistive microphones under static pressure conditions. The dynamic calibration 
determined the calibration curve of the two piezoresistive microphones with respect to a 
condenser microphone of known calibration. 

If we extrapolate the "flat" region of the piezoresistive calibration curves determined in 
Figure 5.17 and Figure 5.18 to the left all the way to zero Hz or static pressure then value 
of sensitivity at 251.2 Hz should coincide with the value determined during the static tests. 
Table 6.1 below summarizes the values of sensitivity for each piezoresistive microphone at 
static and dynamic pressure and their relative difference and as well provides the Original 


Equipment Manufacturers (OEM) specifications for comparison. 


TABLE 6.1 SUMMARY OF RESULTS. 


















Static Dynamic OEMs Difference 
Sensitivity Sensitivity Sensitivity between static 
(mV/psi) (mV/psi) (mV/psi) and dynamic 


Pezofeststive | 195.9 + 0.1% | 127.5 + 0.16% 125.8 1.3% 
Microphone #1 
Plezoresistlve | 119.6 +0.1% | 111.1 + 0.16% 111 0.4% 
Microphone #2 


Thus, within an uncertainty of about 0.1% + 0.16% = 0.26%, I should be able to 






conclude that the "flat" region of the calibration curve extends from static pressures to about 


250 Hz. However, for the piezoelectric microphone #1, I measured a 1.3 % difference 
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between the static value of sensitivity and the dynamic value at 251.2 Hz, and for the 
piezoelectric microphone #2, I measured this difference to be 0.4%. These values fall 
outside the range of uncertainty and I cannot account for the differences. 

If I ignore the low frequency roll-off of the condenser microphone and extrapolate the 
“flat” region of the calibration curves (Figures 5.17 and 5.18) for the two piezoresistive 
microphones to zero Hz, I am able to generate an absolute calibration curve for the two 


plezoresistve microphones in Figures 6.1 and 6.2 below. 
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Figure 6.1 Absolute calibration of the piezoresistive microphone #1. 
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Figure 6.2 Absolute calibration of the piezoresistive microphone #2. 


We are most concerned with the frequency range of normal thermoacoustic refrigerator 
operation between 400 and 600 Hz. The piezoresistive microphones, although they are 
“flat” at low frequencies begin to deviate from this "flatness" at frequencies greater than 
about 300 Hz. 

From the calibration curves Figure 6.1, the response in the range between 400 and 600 
Hz is -94.69 to -94.79 dB for the piezoresistive microphone #1. The worst case error 
between these values and the static sensitivity for the piezoresistive microphone #1, from 
equation 5.3, is 0.11 dB or 1.2%. 

Similarly, from the calibration curves Figure 6.2, the response in this same range is - 


95.90 to -96.00 dB for the piezoresistive microphone #2. The worst case error between 
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this value and the static sensitivity for the piezoresistive microphone #2, from equation 5.4, 
is 0.08 dB or 0.2%. These calculations show that the difference between the static and 
dynamic calibrations getting smaller as we move out to higher frequencies. This is due to 
the sensitivity in figures 6.1 and 6.2 declining in this region and approaching the value of 
static sensitivity. 

If we return to the onginal aim of the thesis which was to produce a calibration with 
1% uncertainty, itis clear from Table 6.1 that I can meet this aim. As well, I can also claim 
that within the same level of uncertainty, the static sensitivity is a good value for the 
dynamic sensitivity in the low frequency "flat " region for piezoresistive microphone #2. | 
cannot, however, make the same claim the for piezoresistive microphone #1. 

I, therefore, recommend using the static sensitivity as a good value of sensitivity 
below 600 Hz for the piezoresistive microphone #2. As well, I recommend using the static 
sensitivity aS an approximation for the values of sensitivity below 600 Hz for 
piezoresistive microphone #1 For truly accurate values of the sensitivity, however, I 
recommend using the dynamic calibration curves at Figures 6.1 and 6.2. 

I recommend that if future calibrations are to be made, consideration be given to 
recording the free field frequency response of the microphones in an anechoic chamber. 
This would free the experiment from any possible cavity effects in order to ascertain the 
true shape of the calibration curve. I also recommend that the device for attaching the 
condenser microphone to the dynamic pressure vessel be improved such that the pressure 
sensing face the microphone can be placed in exactly the same position as the pressure 
sensing face of the piezoresistive microphones. Obviously, in order to have a valid 
calibration it 1s important that the conditions under which the microphones are compared are 
exactly the same and this includes the position of the pressure sensing face of each 


microphones with respect to the cavity. 
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APPENDIX A 


In this appendix, I present the schematic diagrams of the home-made preamplifier used 


with the piezoresistive microphones in figures A.1, A.2, and A.3. 
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Figure A.1 Schematic Diagram of Piezoresistive Microphone Preamplifier, 
Drawing 1 of 3. 
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Figure A.3 Schematic Diagram of Piezoresistive Microphone Preamplifier, 


Drawing 3 of 3. 
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